
FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

6/10/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

6/10/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

6/10/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

6/21/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

6/21/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

6/21/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

6/28/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

6/28/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

6/28/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3



FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

7/13/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

7/13/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

7/13/10
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

7/19/10
0830

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

7/19/10
0830

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

7/19/10
0830

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

7/29/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

7/29/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

7/29/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

8/04/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

8/04/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

8/04/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3



FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822, 07D100238

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

8/10/10
1730

M. Rumler OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

8/10/10
1730

M. Rumler OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

8/10/10
1730

M. Rumler OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

8/17/10
0745

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

8/17/10
0745

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

8/17/10
0745

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

8/24/10
1830

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

8/24/10
1830

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

8/24/10
1830

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

8/24/10
1845

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Hand held 



FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822, 07D100238

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

8/10/10
1730

M. Rumler OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

8/10/10
1730

M. Rumler OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

8/10/10
1730

M. Rumler OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

8/17/10
0745

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

8/17/10
0745

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

8/17/10
0745

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

8/24/10
1830

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

8/24/10
1830

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

8/24/10
1830

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

8/24/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Hand held 

8/31/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

8/31/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

8/31/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

8/31/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Hand held 





FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822, 07D100238

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

9/07/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

9/07/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

9/07/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

9/07/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Handheld



FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

09/19/09
1100

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

09/19/09
1100

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

09/19/09
1100

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3



FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822, 07D100238

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

9/07/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

9/07/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

9/07/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

9/07/10
1800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Handheld

9/14/10
0730

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

9/14/10
0730

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

9/14/10
0730

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

9/14/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Handheld

9/21/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

9/21/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

9/21/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

9/21/10
1000

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Handheld



FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

09/19/09
1100

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

09/19/09
1100

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

09/19/09
1100

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

09/26/09
1200

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

09/26/09
1200

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

09/26/09
1200

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3



FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822, 07D100238

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

9/28/10
1730

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

9/28/10
1730

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

9/28/10
1730

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

9/28/10
1730

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Handheld



FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

09/19/09
1100

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

09/19/09
1100

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

09/19/09
1100

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

09/26/09
1200

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

09/26/09
1200

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

09/26/09
1200

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3

10/02/09
1400

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

10/02/09
1400

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

10/02/09
1400

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3



FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6136 Turbidity Sensor Sonde
Identification Number: 09H100861, 09H100862, 09H100822

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

10/17/09
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-1

10/17/09
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-2

10/17/09
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point Unit at TML-3
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